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Summary

A laser Doppler velocimeter (LDV) system has been used to measure iodide vapor flow fields
within 20- and 36-ram-inside diameter (id) laser tubes used for a solar-simulated, pumped laser

system. The velocity profiles across the laser tubes were obtained with an estimated +l-percent
bias and ±0.3- to 0.5-percent random uncertainty in the mean values and ±2.3-percent random

uncertainty in the turbulence-intensity values. For the velocity profile measurements in the

20-mm-id laser tube, the centerline velocities and turbulence intensities for various longitudinal

locations ranged from 13 to 17.5 m/see and 6 to 20 percent, respectively. These measurements
showed that the level of turbulence was higher than generally anticipated. Therefore, modeling
of tile flow field should include considerations for the effects of turbulence. For the 36-mm-id

tube, the centerline velocity at the length/diameter (l/d) = 24 location was 11 m/see with an

8-percent turbulence-intensity level. The LDV system provided calibration data for pressure

and mass flow systems used routinely to monitor the chemical laser gas flow velocity. When

the estimated average velocity values derived from the LDV mean centerline velocities and the
"pipe factor" were compared with pressure and mass flow measurements, agreement was within

6 percent. The LDV system has provided flow velocity data for use in calibrating the installed

instrumentation and for analyzing the flow characteristics of perftuoroalkyl iodide (n-C3FTI)

vapor inside various laser tubes.

Introduction

Feasibility studies of high-power laser systems for space applications are being conducted at

the Langley Research Center (LaRC). The focus of the present activity is a solar-simulated,

pumped gas laser that can deliver continuous wave (cw) power of about 10 W using ttlermally
driven normal perfiuoroalkyl iodide (n-C3F7I) vapor (ref. 1). The photodissoeiation of the

flowing iodide vapor inside a transparent quartz laser tube is produced by a "vortex-stabilized"

argon arc light source. Vapor flow studies were needed to assess the impact of flow-field
characteristics on laser operating efficiency and for validation of a numerical model formulated

for the laser system.

A laser Doppler velocimeter (LDV) was selected to measure the vapor flow-field characteristics
because it is nonintrusive and has been successfully applied to a variety of fuid dynamics

applications (rcfs. 2 to 5). The LDV measures particle velocities in the moving fluid. Through
selective control of particle size to reduce particle lag, particle velocity can be equated with the

fluid velocity within tile accuracy of the LDV system. Real-time absolute LDV measurements

are obtained independent of local fluid conditions except for the dependence of particle dynamic

response on local flow-field temperature and pressure.

This paper describes the LDV experiments conducted to determine flow characteristics in

two different sizes of transparcnt laser tubes. The pipe flow experiments also provided data to

assess the performance of the pressure and mass flowmetering systems that are used routinely to
monitor the research laser system. The LDV measurement technique, test apparatus, procedure,
and results are described.
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Doppler frequency, Hz

longitudinal distance, mm

slope of linear regression curve fit

laser tube pressure, torr

defined nondimensional quantity, equation (6)

standard cubic centimeters per minute

velocity, m/sec

estimated average velocity, m/see

calculated velocity, m/sec

measured velocity, m/sec

radial distance, figures 8 and 9

turbulence intensity, a/V

velocity uncertainty, m/see

measured crossbeam angle uncertainty, rad

error in turbulence intensity

error in mean velocity

angle between intersecting laser beams, deg

laser wavelength, nm

standard deviation of velocity, m/sec

standard error of statistical mean, m/sec

standard error of standard deviation, m/sec

Laser Doppler Velocimeter Technique

The underlying principles of the LDV technique are embodied in Maxwell's equations and the

Doppler effect. A solution for Maxwell's equations was developed by Mie (discussed in ref. 6)
that describes the properties of electromagnetic fields scattered from a homogeneous sphere,
denoted Mie scattering. The Doppler frequency shift of the scattered radiation is shown in

figure 1, where a pair of laser beams cross to form a sample volume. Particles passing through

that volume will scatter light at a Doppler-shifted frequency that is proportional to the velocity
of the scattering particle normal to the crossbeam angle bisector. The Doppler frequency is
givcn by

2Vsin (_)

fD -- /k (1)

where V is the velocity of the particle, 8 is the angle between the intersecting beams, and _ is
the wavelength of the laser light.

Apparatus

Laser Doppler Velocimeter System

The LDV was a single-component, conventional crossbeam system configured to operate in the
forward-scattering mode. A helium-neon laser operating in the TEM00 mode provided 15 mW
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of continuouspowerat 623.8nm. Thetransmittingopticsconsistedof a 50:50beamsplitterand
a 2.27xbeamexpanderthat formedtwo2.27-ram-diameter,50-mmspacedparallelbeams.The
twoparallelbeamspassedthrougha 105-mmfocallengthlensandproduceda focusedcrossover
point shapinga36-#m-diameterby 100-#m-longellipticalmeasurementvolume.Thecrossbeam
anglewas26.78°. Scatteredlight wascollectedby theobjectivelensof a 2.27xopticalexpander
identicalto that usedin thetransmittersystem.Theexpanderformeda collimatedbeamof the
collectedlight, passedit throughthe40-mmapertureof a200-mmfocallengthlens,andfocused
it ona 200-#m-diameterpin holesetbeforeaphotomultiplier.Thetransmitandreceiveoptical
systemsweremountedon a scanrig that had a 1.0-/lmpositioningresolution.(Seefig. 2.) In
thefinalopticalarrangement,themeasurementvolumewaspositionedin a horizontalplanethat
passedthroughthe axisof the cylindricMresearchlasertube.

The electronicssystemthat is shownin figure 3 consistedof a frequency-burstcounter,
microcomputer,printer, andmiscellaneouselectronics.Thefrequency-burstcounter,areal-time
processorthat measuresthe periodof Dopplerfrequencywith 1.0-nsresolution,hasan input
frequencyrangecapabilityof 1kHzto 150MHz. It wasequippedwith bandp_s flters, double-
thresholdzero-crossingdetectors,andcomparisoncircuitry for extraneousnoiserejection.This
signalprocessorprovidesa digitizedoutput of the measuredfrequency,whichis processedwith
the microcomputer.Theresultingvelocityinformationis storedona disk.

Perfluoroalkyl Iodide Vapor System

The experimentalsetupfor the cw perfluoroalkyliodidelasersystemwith continuousflow
is shownin figure4. To maintainanefficientoperatingsystem,the quenchingproductsthat
formedbecauseof photodissociationof the iodide vaporin the pumpingregionwerepurged
from thelasertube. Thevaporflowwasmaintainedby a pressuredifferentialbetweena heated
evaporatorthat containsliquid iodideand a liquid nitrogen-cooledcondenser.Perfluoroalkyl
iodideis in a liquid stateat roomtemperatureandhasa vaporpressureof 350torr; to ensurea
sufficientflowrate of iodide,theevaporatorwasimmersedin a tub of heatedwaterandstirred
with a magneticstirrer. The temperatureof the waterwaskept constantat 40°Cto provide
an initial vaporpressureof about 101kPa. Beforethe lasantchemicalswereinserted,the laser
tube,evaporator,andcondenserwereevacuatedwith a diffusionpumpthat wasequippedwith
a liquid nitrogentrap. A massflowmeter,connectedbetweentheevaporatorandthe lasertube,
wasusedto monitorthe iodidevaporflowrate,whichwascontrolledbyan in-linevalvebetween
the flowmeterandtheevaporator.Theaveragedflowvelocitywascalculatedby

F
V = 0.127-- (2)

AP

where F is the mass flow rate in standard cubic centimeters per minute (SCCM), A is the laser

tube cross-sectional area in centimeters squared, P is the laser tube iodide vapor pressure in

torr, and V is the velocity in meters per second. The numerical constant (0.127) is the result of
unit conversion. When the valve opening is left fixed, the mass flow rate of the iodide vapor is a

linear function of the laser tube pressure. This linear progression indicates that the velocity of

the vapor in the laser tube remained constant for different flow rates. Therefore, the flow velocity

was varied by another valve located downstream between the laser tube and the condenser.

Two different Suprasil-grade quartz laser tubes were used in these experiments; they measured

20 and 36 mm inside diameter (id) by 900 mm long. Stainless steel tubes were used in the flow
lines between the laser tube ends, evaporator, and condenser. These flow line tubes were 900 mm

long by 12.7 mm id and were connected to the laser tube at approximately 45 ° to the flow axis.

This arrangement" was used to achieve nearly axial flow.
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SeedingSystem

During the lasing process, iodide particles are formed in the vapor flow. In initial experiments,
we attempted to use these naturally occurring particles as tile light-scattering media for the LDV

measurements. However, this scheme failed because not enough scattering material of a sufficient

size was present for the LDV to operate.

Adequate signals for flow velocity measurements required the iodide vapor flow to be
artificially seeded. The seeding system that is shown in figure 5 consists of two micromesh

sieve sections, a seed material reservoir, and a control valve. Aluminum oxide (A12Oa) particles

were used as the seeding material. The supplier classifies the size of the material based on its

crystal structure; the 0.3-#m material used in these tests was hexagonal.

The seeder was evacuated to about l0 tort by an external vacuum-pumping system. After

the evacuation, the seeder valve was closed to maintain the reduced pressure inside the seeder.

Next, the seeder was connected to the iodide vapor flow lille, and the iodide flow was brought to

the needed pressure by adjustments to the valves in the flow line. When the operating pressure
was established and the flow conditions were recorded, tile seeder valve was opened and A1203

particles were gravity fed into the flow. The electromechanical vibrator was used to maintain a

constant feed of particles.

Error Analysis

Because the LDV measures the velocity of individual particles, the accuracy of the measure-

ment depends on how well these particles track the flow. The severity of the particle lag depends

on the particle mass density, size, and local flow conditions. Because the velocities were low, the

lag error was assumed to be negligible.

Other error sources were derived from tile optical system, the electronics system, and the
measurement fincertainties due to the statistics of the velocity ensemble. The principal error

source in the optical system is from tile crossbeam angle measurement uncertainty. This

uncertainty yields a bias error that can be expressed as

V - cot A0 (3)

where 0 is the angle between the intersecting beams along the optical axis in degrees and A0 is the

uncertainty of the measured angle expressed in radians. For a crossbeam angle of 26.78°-t - 0.13 °
the bias error in velocity attributed to tile uncertainty in angle is =kl.0 percent.

An additional, potentially significant optical system error occurs when the crossover and

focal points of the beams do not converge at the same location. This optical error results in a

negative bias in tile final mean velocity value (ref. 7). Based on tile method given in reference 7

and assuming a worst case situation where the pair of beam focal points and the crossover point
are displaced 10 mm, the estimated bias error is -0.6 percent.

For the electronics system, two other significant error sources (refs. 8 and 9) must be con-

sidered. These errors are frequency dependent, are associated with the electronic burst-counter

signal processor, and are attributable to counter clock synchronization and quantizing. Clock

synchronization error occurs when the randomly occurring Doppler frequency is mismatched to
the start cycle of the counter internal "free-running" reference clock. This bias error is caused by

a 1-clock-count uncertainty in the total measured period of the input Doppler frequency. Quan-

tizing errors occur because the digitizing process of the period for a fixed number of Doppler



cycles has an uncertainty of 1 clock count. An estimate of velocity c, and turbulence-intensity

errors e_ from these sources is given by

c, = 2(1 +'_2)+ _(1 + 3_ 3) (4)

q2
---- q(1 - .y2) + (5)

6_/---_

where

fD (6)
q--Nfc

N

fc

fD

turbulence intensity

number of Doppler cycles

reference clock frequency

Doppler frequency

For example, consider a flow condition encountered during these tests; that is, tile mean

velocity flow was 16.5 m/see with a 5- to 20-percent turbulence-intensity range. This condition

produces a 12.2-MHz mean Doppler frequency. The test system had a signal-processing

counter operating with a 1-GHz reference clock and an 8-Doppler-cycle count requirement. The

estimated errors for this test situation are eu = 0.08 percent and e_ = 0.09 percent.

The measurement results were based on the statistical mean and the standard deviation of an

ensemble of individual scattering events, where each velocity ensemble consists of 1000 scattering

events. The standard error of the velocity mean and the standard deviation provide a measure

of the uncertainty in the given results. A typical ensemble gave the following standard errors of

the mean and standard deviation:

For the 20-mm-id laser tube with lid = 35,

crm = 0.2 to 0.4 percent

as = 2.2 percent

For the 36-mm-id laser tube with lid = 24,

am = 0.2 to 0.8 percent

as = 2.2 percent

In summary, the mean velocity values have an estimated +0.4 to -1.6 percent bias and

=t=0.3 to 0.9 percent random uncertainties. The turbulence-intensity values have an estimated

=t=2.3 percent uncertainty.

Results and Discussion

Flow Velocity Profile Measurements

Velocity and turbulence-intensity profile measurements were made in the 36- and 20-mm-id

tubes at operating pressures of 5.0 + 0.1 and 9.7 + 0.2 torr, respectively. Because access to the



36-mm-id laser tube was limited, velocity profile data were obtained at one axial location,

I/d -- 24, which is referenced to the iodide vapor inlet (fig. 6). For the 20-mm-id laser tube,
LDV measurements were made at various axial locations, as shown in figure 7. Because of the

flow system characteristics, the iodide vapor that entered the laser tube expanded, which caused

tile flow to separate from the tube wall and to form eddies. During that process, the local flow

velocity was abruptly reduced and the resulting flow velocity profile became asymmetric and
highly turbulent. This effect is evident in the profiles in figure 8. Velocity measurements at the

downstream location I/d = 4.5 near tile wall opposite the iodide vapor inlet (+0.75-cm position

in fig. 7(a)) were not obtained because the flow was separated and no particles were entrained
there. However, complete flow velocity profiles at 4-0.75 cm about the centerline were obtained
fl_rther downstream as the flow became more structured and less turbulent.

Typical histograms of the velocity data for the 36- and 20-mm-id laser tubes are shown in

figures 8 and 9. These histograms show tile statistical nature of the LDV data. In general, the

histograms have an approximately normal distribution with a slight skew to the low-velocity side.

The increasing width of the histograms shows an increasing level of turbulence as the side walls
are approached. The reported mean velocities were derived from the statistical means of the

histograms, and the estimated turbulence levels are based on the statistical standard deviations

of the histograms.

Comparison of Pressure and Mass Flow Systems

The pressure and mass flow systems, typically used to estiinate the average iodide vapor

flow velocity, were compared with the estimated average velocity across the laser tube. (Sce

fig. 10.) The estimated average velocities (tables I and II) were based on the corresponding
"pipe factor" multiplied by the LDV mean axial centerline velocities. The "pipe factor" is

defined as the average velocity value for the radial distribution of the mean axial velocities

divided by the centerline velocity (fig. 11). For the 20- and 36-mm-id laser tubes, the pipe

factors were estimated as 0.86 and 0.85, respectively. A linear regression analysis of the results
(fig. 10) uscd

V = mVc + b (7)

where V is the estimated average velocity, Vc is the calculated value using pressure and flowmcter

data, m is the slope of the regression analysis, and b is the intercept to show the following:

For the 20-mm-id laser tube,

rn = 1.00

b = 0.33

CorrcIation coefficient = 0.999

For the 36-mm-id laser tut)e,

rn = 1.06

b = 0.00

Correlation coefficient = 0.990

The correlation coefficients show that data gave a good straight-line fit. However, the slope

of the analysis shows a 6-percent bias between the measured and the calculated values for the

36-mm-id laser tube. In most cases, the calculated velocities were higher than the estimated
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average velocities. These differences are attributed mostly to the way that tile average velocity

was estimated that is, on an assumed pipe factor and on the LDV mean axial centerline velocity

measurements. In summary, estimated average velocities and velocities derived from pressure

and mass flow measurements agreed within 6 percent.

Conclusion

Perfluoroalkyl iodide vapor flow-field measurements were made in a continuous wave (cw),

solar-simulated, pumped chemical laser system that featured a laser Doppler velocimeter (LDV)

system. The measurements were obtained for 20- and 36-mm-id laser tubes under nonlasing

conditions. The mean velocity and turbulence-intensity profiles across the laser tube diameter

were obtained at different locations. The mean and turbulence-intensity values ranged from 7

to 17 m/see and 6 to 30 percent, respectively. This study showed that the level of turbulence was

higher than generally anticipated. Therefore, modeling of the flow field should include consider-

ations for the effects of turbulence. Findings from the pressure and mass flow instrumentation,

normally used to monitor the vapor flow velocity, were compared with data from the LDV. Es-

timated average velocities, based on LDV mean axial centerline velocities and a corresponding

pipe factor, showed that the calculated values for the pressure and mass flow systems agreed

within 6 percent. The LDV has provided flow velocity data for calibrating the installed instru-

mentation and for analyzing the flow characteristics of perfluoroalkyl iodide (n-C3F7I) vapor

inside variously sized laser tubes.

NASA Langley Research Center

Hampton, VA 23681-0001

October 22, 1992
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Table I. Data for Flow System Calibration Using 36-mm-id Laser Tube and n-C3F7I

Flowmeter

reading
30000
28 5O0
17000
3000
7000

1300O
22000
25 000
32000

Flow rate,
SCCM

5400
5100
3000

540
I260
2340
3960
4500
5760

Pressure,
torr

7.5
7.5
7.5
7.5
4.0
5.0
6.0
6.2
7.8

Calculated

velocity, m/see
9.0
8.5
5.1

.9
3.9
5.8
8.2
9.1
9.2

Measured

mean

velocity, m/scc
10.8

9.7
5.2
1.2
4.6
6.6
8.9

10.0
10.4

Estimated

averagc
velocity, m/sec

9.3
8.3
4.5
1.0
4.0
5.7
7.7
8.6
8.9

Table II. Data for Flow System Calibration Using 20-mm-id Laser Tube and n-CaF7I

Flowmeter

reading

22 200
19200
13 500
12000
lll00

9 700
7200
4 200

Flow rate,
SCCM

Pressure,
torr

Calculated

velocity, m/see
3996 11.1
3456 11.1
2430 11.1
2160 11.2
1998 11.2
1746 ll.1
1296 11.1

756 13.0

14.6
12.6
8.9
7.8
7.2
6.4
4.7
2.3

Measured
mean

velocity, m/sec
15.9
13.9
9.5
8.7
8.0
7.1
5.4
2.9

Estimated

average
velocity, m/sec

I3.5
11.8

8.1
7.4
6.8
6.0
4.6
2.5
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Figure 1. The LDV technique.
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